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This paper presents a long-range absolute distance meter working at 1550 nm. This instrument, based on off-the-shelf fiber-optic components from the telecommunications industry, has been evaluated in term of performances thanks to measurement campaigns conducted in the field and to comparisons with interferometric benches. We describe the principle of operation of this prototype and present its performances: resolution, accuracy and range of operation.

I. INTRODUCTION

Accurate long-distance measurements are essential for many applications such as the monitoring of large scale facilities (particle accelerators) or of large structures (dams). However, millimetric uncertainty over 5 or 10 kilometers is still a challenge, either with Global Navigation Satellite Systems (GNSS) or with electro-optical techniques. We present in this paper an all-fibered optical absolute distance meter that we have developed at 1550 nm by using off-the-shelf components. This prototype has demonstrated an accuracy of 2 µm up to 100 m and its range of operation was tested up to 5.4 km.

II. PRINCIPLE OF OPERATION

The telemeter is based on the measurement of the phase shift of a Radio Frequency (RF) modulation applied to the intensity of an optical beam propagating in air.

Figure 1: schematic diagram of the telemeter

As depicted in Fig. 1, a 1550 nm laser diode with a built-in Electro Absorption Modulator (EAM) has been chosen to generate a modulated light beam. The RF carrier used for this modulation around 5 GHz also serves as a phase of reference, φelect, for the phase shift measurement.

The modulated light beam is collimated by an off-axis parabolic mirror for a free-space propagation. After reflection on the distant corner cube, the beam is refocused into the singlemode fiber, then the optical signal is converted in an electrical one by a PIN photodiode. The received signal is used as measurement phase, φopt. The choice of the photodetector is essential to avoid amplitude to phase coupling [START_REF] Guillory | Characterization and reduction of the amplitudeto-phase conversion effects in telemetry[END_REF].

The difference between the two phase states, Φ, is linked to the distance L travelled by the optical beam by the relation:
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where c is the speed of light in vacuum, fRF the frequency of the modulation, k the number of time that the phase has rotated of 2 during the propagation, and n the refractive index of the medium travelled by the beam.

In practice, the distance is measured between the position of the distant hollow corner cube and an internal fibered mirror that is periodically illuminated thanks to an optical switch. This internal mirror enables us to remove any drifts of the RF phase that occurs upstream from the optical switch.

The phase difference between the measurement and reference signal is measured at 10.75 MHz after a down-conversion of the RF signals. To this end, a homemade phasemeter based on a Field-Programmable Gate Array (FPGA) has been designed.

III. RESOLUTION AND RANGE OF THE TELEMETER

A. Resolution

At short range, typically some tens of centimeters, in a quiet environment, the standard deviation of a set of data is around 800 nm for 10 ms of integration time for each point (Fig. 2). For longer range, the standard deviation of a measurement depends on the atmospheric conditions. In any case, we have never observed standard deviations larger than 40 µm, even in very harsh weather conditions and over several kilometers of measurement.

B. Range of operation

The maximum range we have tested is 5.4 km. Fig. 3 depicts a measurement over such a distance, with displacement steps of 100 µm applied to the distant corner cube. At this distance, over an urban area, the resolution was around 30 µm. A long-term drift can be observed on the raw dataset as no air index correction is applied, however, we can easily distinguish the distance variations. Between each step, we went back to the zero position to estimate this drift and thus apply a polynomial correction that compensates for the air index fluctuations. 

V. ACCURACY OF THE TELEMETER

In addition to an incorrect evaluation of the atmospheric parameters (n index in formula 1), errors can be produces by the instrument itself. For instance, a wrong estimate of the RF carrier value would result in a scale error. To overcome this problem, all the frequencies of the setup are locked on a miniature Rubidium (Rb) clock. This ensures a value better than 10 -9 , well enough for our application. It is more difficult to identify errors due to crosstalks, i.e. the addition of spurious signals at the same frequency as the measurement signal. Such an unwanted signal induces an error in the measured phase that evolves periodically with the measured distance. This is usually called the "non-linearity" of the instrument. To quantify these errors, the distance measured by our telemeter has been compared to the one measured by an interferometer.

For the non-linearity, the comparison has been done with displacement steps of 5 mm, around 10 times less than the expected period of potential non linearities. No cyclic error has been detected at the scale of 2-3 µm (peak-to-peak error).

For the scale error, the comparison has been done over a 50 m long interferometric bench with a folded telemeter beam to double the distance covered. Fig. 4 shows the result for two different alignments of the bench, either with a variation of the RF power detected along the bench of 2 dB (day 1) or 10 dB (day 2). The error corresponds to the difference between the two measured distances, i.e. telemeter and interferometer. No scale error has been detected at the scale of 2.2 µm (standard deviation on the error). 

VI. CONCLUSION

The telemeter that we have developed, sufficiently transportable to enable easy measurements in the field, has demonstrated an instrumental standard uncertainty of 2-3 µm up to 100 m (k=1), i.e. with no periodic or scale error at this level. It can also measure beyond this distance: its range of operation is at least 5.4 km, with a resolution below 40 µm in all the cases, but for long-range the measurement accuracy is still limited by the determination of the atmospheric parameters.

We are currently developing a two-wavelength system based on the same principle that should enable distance measurements at the millimeter level without determination of temperature and atmospheric pressure, whatever the measured distance. 

Polynomial correction

The long-term drift, mainly due to temperature variations, was removed.

Figure 2 :

 2 Figure 2: short range resolution with standard deviation of 800 nm.

  relative distance (µm) relative distance = distancemean( distance ) mean ~ 244 mm n=1

Figure 3 :

 3 Figure 3: measurement of steps of 100 µm of a corner cube located at 5.4 km away from the telemeter.

Figure 4 :

 4 Figure 4: comparison with an interferometer over a 50 m long bench.
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