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Abstract
This paper describes a new relative technique developed at LNE-Cnam, for the determination of
the thermodynamic temperature of blackbodies without recourse to a radiometric reference.
This technique is referred to as the ‘synthetic double wavelength technique’ (SDWT) as it is
considered to be a particular case of the ‘double wavelength technique’ (DWT). It offers a new
experimental technique for the determination of the thermodynamic temperature at high
temperature and as such a new means for the mise-en-pratique of the new definition of the
kelvin achievable by any national metrology institute provided a multi-wavelength radiation
thermometer combining large and narrow bandwidths is available. In this work, a first
experimental implementation of this technique based on a wavelength-tuneable
spectroradiometer providing both narrowband and broadband signals with the particularity of
the broadband signal being virtually synthesised from the spectral distribution of the
narrowband signals sampled over a wide spectral range. SDWT determination of the
thermodynamic temperature of a blackbody at 2760 K was performed with a level of
uncertainty that confirms the promising capabilities of this technique.

Keywords: temperature unit, kelvin, SI, mise en pratique, dissemination, thermodynamic
temperature, double wavelength technique

1. Introduction

In the newly redefined International System of Units [1], the
unit of thermodynamic temperature, the kelvin, is defined
through the fixed value of the Boltzmann constant opening the
way for the realisation and dissemination of thermodynamic
temperatures over the whole temperature range as stated in the
mise-en-pratique of the kelvin [2].

Primary radiometric methods developed during the last
decades being quite complex for most National Metrology

Original content from this work may be used under the terms
of the Creative Commons Attribution 3.0 licence. Any fur-

ther distribution of this work must maintain attribution to the author(s) and the
title of the work, journal citation and DOI.

Institutes (NMIs) the idea of using other techniques, not
related to the cryogenic radiometer, such as the double
wavelength technique or the synchrotron radiation as a cal-
culable reference was proposed and put into application in the
frame of the EMPIR project InK2 [3].

This article describes a new and simple technique for the
determination of thermodynamic temperature of a blackbody,
called ‘Synthetic Double Wavelength Technique (SDWT)’. As
for the double-wavelength technique (DWT) [4–9], SDWT is
based on the ratio of the spectroradiometer signals of two dif-
ferent optical bands (a narrowband, and a broadband) at two
different blackbody temperatures (T1 and T2). The advant-
age of the SDWT is that this technique does not require the
calibration of the relative spectral responsivity of a broad-
band optical filter. Instead, the broadband measurement is

1681-7575/20/025014+15$33.00 1 © 2020 BIPM & IOP Publishing Ltd Printed in the UK

https://doi.org/10.1088/1681-7575/ab7173
mailto:stephan.briaudeau@lecnam.net
http://crossmark.crossref.org/dialog/?doi=10.1088/1681-7575/ab7173&domain=pdf&date_stamp=2020-03-27
https://creativecommons.org/licenses/by/3.0/


Metrologia 57 (2020) 025014 S Briaudeau et al

constructed with a set of tuned narrow band measurements.
Therefore, the synthetic broadband spectral responsivity can
be written as a sum of tuned narrowband spectral responsivity.
This technique has been successfully tested with two black-
bodies at the respective temperatures of 1358 K and 2760 K.

In the second section, the DWT is recalled. Its principle
is explained for an ideal case in which narrowband is purely
monochromatic and the spectral bandwidth is infinite for
broadband measurements (grey spectral responsivity of the
instrument measuring blackbody radiance).

In the third section of this article, the principle of SDWT
is described using the assumption of purely monochromatic
measurement of blackbody radiance used in the narrowband
case.

In the fourth section, the temperature of a blackbody is
measured according to the International Temperature Scale
of 1990 (ITS-90) scheme. Experimental results are presented,
and the uncertainty budget is developed, demonstrating the
existence of systematic spectral effects originating from the
optical instrument, which is a simple-grating Czerny-Turner
monochromator-based spectroradiometer (or radiance com-
parator) used for the measurement of the blackbody radiance.

In the fifth section, experimental determination of the ther-
modynamic temperatures of two blackbodies using SDWT is
detailed. The uncertainty budget is developed, and systematic
errors are discussed.

In the sixth section, the systematic errors observed both on
the ITS-90-scheme and SDWT experimental results are simu-
lated numerically to check some hypotheses on their physical
origins. As a result, part of the systematic effects may be cor-
rected while abrupt spectral variations are still not yet fully
understood.

2. Double wavelength technique

2.1. Principle

In a general case, the DWT consists in measuring the
radiance of two blackbodies at temperatures T1 and T2 with
two radiometers or radiation thermometers having different
relative spectral responsivities S1 (λ) and S2 (λ). Total of four
radiometer signals I(T) can be expressed as:

I1 (T1) = k1

ˆ ∞

0
S1 (λ) · L(λ, T1)dλ (1)

I1 (T2) = k1

ˆ ∞

0
S1 (λ) · L(λ, T2)dλ (2)

I2 (T1) = k2

ˆ ∞

0
S2 (λ) · L(λ, T1)dλ (3)

I2 (T2) = k2

ˆ ∞

0
S2 (λ) · L(λ, T2)dλ (4)

where S1(λ) and S2(λ) are the relative spectral responsivities
related to the absolute spectral responsivities k1S1(λ) and

k2S2(λ) by the constants k1 and k2. L (λ,T) is the spectral
radiance distribution at a temperature T given by Planck’s law:

L(λ, T) =
C1

n2 (λ) · λ5 ·
[
exp

C2
n(λ)·λ·T − 1

]−1
(5)

with C1 = 1.19104297210−16 W.m2 and C2 = 1.438776877
10−2 m.K, the first and second radiation constants,
respectively; the refractive index n(λ), which has the fol-
lowing wavelength dependency in its typical measurements
conditions (air, visible and near infrared range) [10]:

n − 1 =
0.05792105

238.0185 − λ−2 +
0.00167917

57.362 − λ−2 (6)

The ratios of the radiometer signals measuring the black-
bodies at T1 and T2, under the assumption that the effective
emissivity of the blackbodies at each wavelength is the same
for the two temperatures, can be written as:

βexp
1 (T1,T2) =

I1 (T2)

I1 (T1)
(7)

βmodel
1 (T1,T2) =

∫∞
0 S1 (λ) · L(λ, T2)dλ

∫∞
0 S1 (λ) · L(λ, T1)dλ

(8)

βexp
2 (T1,T2) =

I2 (T2)

I2 (T1)
(9)

βmodel
2 (T1,T2) =

∫∞
0 S2 (λ) · L(λ,T2)dλ

∫∞
0 S2 (λ) · L(λ,T1)dλ

(10)

DWT model gives then a system of two equations which
describes respectively the narrowband and the broadband
measurement equations with two unknowns T1 and T2. As
DWT only requires the knowledge of the relative spectral
responsivities S1(λ) and S2(λ), this technique is an alternative
to complex absolute radiometric methods [11–14], that are
traceable to the watt via an electrical substitution cryogenic
radiometer [15].

Narrowband radiance ratios measurement equation:

βmodel
1 (T1,T2) = βexp

1 (T1,T2) (11)

Broadband radiance ratios measurement equation:

βmodel
2 (T1,T2) = βexp

2 (T1,T2) (12)

2.2. Case study: ideal measurement of the radiance of a
blackbody

There is an ideal configuration where the solutions of
DWT can be computed analytically. The relative spectral
responsivity S1(λ) can be considered sufficiently narrow to
be expressed with a Dirac δ-distribution centered on optical
wavelength λm. The relative spectral responsivity S2(λ) is con-
sidered sufficiently wide to be approximated by a broadband
of infinite bandwidth.

2
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We can therefore introduce the narrowband relative spectral
responsivity S1 (λ,λm) centred on the optical wavelength λm
which replaces the relative spectral responsivity S1 (λ) defined
by equations (1) and (2).

The narrowband relative spectral responsivity S1 (λ,λm) is
then the product of the Dirac δ-distribution and the relative
spectral response R(λ) of the instrument:

S1 (λ,λm) = R(λ) · δ (λ − λm) (13)

R(λm) =

ˆ
S1 (λ,λm)dλ (14)

With in monochromatic approximation of the narrowband
radiance measurement, the photocurrent I1 (T) depends on the
measurement optical wavelength λm; therefore, it is replaced
by I1 (λm,T):

I1 (T) → I1 (λm,T) = k1

∞̂

0

S1 (λ,λm) · L(λ,T) dλ

∼= k1 · R1 (λm) · L(λm,T) (15)

Therefore, the signal ratio βexp
1 (T1,T2) for the narrow band

detection depends also on the measurement optical wavelength
λm: it is then replaced by βexp

1 (λm,T1,T2):

βexp
1 (T1,T2) → βexp

1 (λm,T1,T2) =
I1 (λm,T2)

I1 (λm,T1)
(16)

For monochromatic measurements the model of the signal
ratio (8) depends also on the measurement optical wavelength
λm. Thus βmodel

1 (T1,T2) is then replaced by βmodel
1 (λm,T1,T2):

βmodel
1 (T1,T2) → βmodel

1 (λm,T1,T2) ∼=
L(λm, T2)

L(λm, T1)
(17)

In practice, spectral responsivities of narrowband filters are
sufficiently narrow to be considered as a Dirac distribution,
whereas the broadband measurement can be performed with
a spectrally flat thermal photodetection of an infinite optical
bandwidth.

Using Wien’s approximation (λm ≪ C2
T ) the narrowband

measurement equation (11) becomes:

1
T2

∼=
1
T1

− n(λm) · λm

C2
· ln [βexp

1 (λm,T1,T2)] (18)

Considering a perfectly flat spectral responsivity of
the instrument used for the measurement of blackbody
radiance, S2 (λ) = S2 as an ideal case, one may apply Stefan
Boltzmann’s law to the broadband measurement equation (12)
which becomes:

1
T2

∼=
1
T1

· [βexp
2 (T1,T2)]

− 1
4 (19)

Therefore, SDWT provides a two-equations system
(18, 19) which may be solved for the analytical expression
of the thermodynamic temperatures T1 and T2 of the two
blackbodies used in measurements.
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Figure 1. T1 and T2 are the solutions of the system equations (18)
and (19) forλm = 830nm.

For a graphical illustration, we shall consider the
temperatures T1 = 1357.8 K, T2 = 2760.5 K and a mono-
chromatic wavelength λm = 830nm.

Close to their intersection, the two curves defined by the
equations (18) and (19) are approximately linear (see figure 1).
These curves exhibit very different slopes, which is a con-
sequence of the strong difference of the temperature depend-
ence of the blackbody radiance using Wien’s law and Stefan
Boltzmann’s law.

Thermodynamic blackbody temperature values T1 and T2
may also be computed numerically from direct comparison
between the model and the experimental radiance ratios for
both narrowband and broadband radiance measurements using
chi-square optimization:

χ2 (λm,T1,T2) =

(
βmodel

1 (λm,T1,T2)

βexp
1 (λm,T1,T2)

− 1
)2

+

(
βmodel

2 (T1,T2)

βexp
2 (T1,T2)

− 1
)2

(20)

3. Synthetic double wavelength technique (SDWT)

DWT becomes competitive with absolute radiometric methods
[13] as one ratio is measured with a narrow optical bandwidth
while the other ratio is measured with a much broader spectral
optical bandwidth [8]. DWT is very sensitive to the calibra-
tion of the relative spectral responsivities used in the measure-
ments: an accuracy at 0.01% level is required. Such level of
relative uncertainty can be reached only with a ‘state-of-the-
art’ experimental set-up for the calibration of the relative spec-
tral responsivity of the spectroradiometer used in the meas-
urements, especially for large optical bandwidth (> 200 nm)
which requires the use of an electrical substitution cryogenic
radiometer [15]. Therefore, DWT is as complex and costly as
absolute radiometric techniques [13]. This makes DWT unaf-
fordable for a large number of national metrology institutes;
which is not adequate for the ‘mise-en-pratique’ of the new
definition of the kelvin [2] and its dissemination.

For this reason, the authors have designed and validated
a derivation of DWT named Synthetic Double Wavelength

3
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Figure 2. Relative (arbitrary units) spectral response R(λm) of the spectroradiometer used in SDWT measurements.

Technique (SDWT). SDWT uses a tuneable spectroradiometer
having a narrow optical bandwidth (few nm) for narrow-
band measurements. The broadband radiance measurement
required in DWT is then simply computed using the recordings
of sampled narrowband radiance measurements tuned over
a large spectral range. If the relative optical responsivity of
the tuneable spectroradiometer may be modelled over a broad
spectral range, it can be calibrated with a reference white light
source of known relative spectral radiance. This is exactly the
case of Czerny-Turner monochromators which are commonly
used in national metrology laboratories. This reference optical
source may be simply an ITS-90 fixed point blackbody whose
relative spectral radiance is known at 0.01% level. Here again,
the experimental set-up is very common in any national metro-
logy laboratory. Then SDWT may be a suitable technique for
the realisation and the dissemination of thermodynamic tem-
perature at high temperatures (above the copper fixed point)
by a large number of NMIs.

3.1. SDWT principle and computation from measurement
recordings

As stated above, the principle of SDWT is the same as for
DWT but the broadband measurement of blackbody radiance
is synthetized with narrowband measurements tuned over a
wide optical spectrum range.

In our experimental set-up, the narrowband measurements
of the blackbody radiance are performed with a Czerny-Turner
simple monochromator at a chosen optical wavelength λm hav-
ing an optical bandwidth of about 5 nm. Such narrow band
optical detection can be considered as monochromatic in com-
parison to the blackbody spectral radiance (Planck’s law).
Thus, equations (5), (16) and (17) may be used to express the
narrowband measurement equation (11):

βexp
1 (λm,T1,T2) =

L(λm, T2)

L(λm, T1)
(21)

For the broadband signal, the measurement is performed
with the same Czerny-Turner monochromator tuned from
730 nm to 930 nm (figure 2). The synthetic broadband ratio
is computed from the narrowband photocurrents sampled over
the broadband tuning range:

βexp
2 (T1,T2) =

∑N
i=1 I1 (λi,T2)∑N
i=1 I1 (λi,T1)

(22)

with I1 (λi,T1) and I1 (λi,T2) the photocurrent generated by
the monochromatic measurement of the radiance of the black-
body at the temperature T1 and T2, respectively, performed
with the Czerny-Turner monochromator whose slit scattering
function is centered on the optical wavelength λi.

The expression of the photocurrent I1 (λi,T) delivered by
the Czerny-Turner monochromator can be expressed with
the equation (15). Therefore, the expression of the synthetic
(broadband) radiances ratio equation (10) becomes simpler:

βmodel
2 (T1,T2) ∼=

∑N
i=1 [R(λi) · L(λi,T2)]∑N
i=1 [R(λi) · L(λi,T1)]

(23)

This expression is the same model as used for the DWT,
replacing analytic spectral integration by numerical spectral
integration.

For comparison to DWT, the equivalent synthetic spectral
responsivity used in SDWT (figure 3) has been computed
for N = 101 recorded samples (narrowband measurement
of blackbody radiance) sampled over a broadband optical
spectrum ranging from λ(i=1) = 730nm to λ(i=N) = 930nm.
Each narrowband measurement having an optical bandwidth
of about ∆ = 5 nm.

Unlike the case of monochromatic/infinite bands described
in section 2, the temperature dependence of the narrowband
and the broadband measurements of radiance ratios are there-
fore very close and the two equations system (equations (11)
and (12)) used in SDWT are only slightly different; making
the thermodynamic temperatures T1 and T2 very sensitive to

4
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Figure 3. Solid line: synthetic relative spectral responsivity obtained by scanning the Czerny-Turner monochromator over the spectral
range from 730 nm to 930 nm. Different dot lines: relative spectral responsivity of the Czerny-Turner monochromator with optical
bandwidth about 5 nm for different measurement wavelength λi= 780 nm, 830 nm or 880 nm.

noise or to any systematic effects. Further measurements will
be performed with larger spectral range for improvement of
SDWT sensitivity.

Therefore, a numerical solution of this problem becomes
far from simple. In this configuration, chi-square surface
(equation 20) has the shape of a tiny valley surrounded by very
steep mountains on each side but exhibiting a very flat bottom
level.

In our experimental set-up (Czerny-Turner monochro-
mator), the optical bandwidth of the measurements of
blackbody radiance is sufficiently narrow (5 nm) to use
equation (17) while keeping computation errors below 10 mK.
In this approximation, equation (21) is valid and may be
used to derive an analytical expression of temperature T1 as
a function of the temperature T2 and the narrowband optical
wavelength λi:

T1 =
C2

n(λm) · λm · ln
{

1 + βexp
1 (T1,T2,λm)

[
e

C2
n(λm)·λm·T2 − 1

]}
= g(λm,T2) (24)

Replacing the analytic expression of the thermodynamic
temperature T1 (24), in the analytic expression of the synthetic
broadband ratio (23) gives a final measurement equation (25)
which depends only on the single temperature T2 and on the
narrowband optical wavelength λm:

βmodel
2 (T1,T2) → βmodel

2 (λm,T2)

∼=
∑N

i=1 [R(λi) · L(λi,T2)]∑N
i=1 [R(λi) · L(λi,g(λm,T2))]

(25)

The synthetic broadband measurement equation (12) may
then be solved with chi-square optimization to find a numerical
value of the thermodynamic temperature T2:

χ2 (T2,λm) =

(
βmodel

2 (λm,T2)

βexp
2 (T1,T2)

− 1
)2

(26)

The value of the temperature T1 may then be deduced from
equation (24), using numerical values for T2 and λm.

4. Measurement of blackbody temperature with
ITS-90 scheme over the range 730 nm to 930 nm

The low temperature blackbody used in SDWT measurements
is the LNE-Cnam copper fixed-point blackbody used as the
national reference. Its temperature T1 is defined in the ITS-90
(TCu) [16]. It has been fully characterized in past studies
[17, 18]. The goal of this paper is the experimental proof
of principle of SDWT. The choice of an ITS-90 reference
blackbody (here copper fixed point) as one of the two studied
blackbodies allows for a simple and robust validation scheme
of SDWT. Following this choice, the scale temperatures of
the two blackbodies are known. The low temperature black-
body has then the scale value T1(λm) = 1357.77K while the
scale value of the high temperature blackbody is computed at
any optical wavelength λm, including any spectral systematic
effects.

The high temperature blackbody is a Re-C eutectic fixed
point cell which has been fully characterised in previous
papers [19, 20] as well as thermal gradients coming from the
furnace and the cell design. In this paper, the temperature of

5
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Figure 4. Temperature scale T90 (λm) computed from experimental datas (scan of the optical wavelength for each black body).

the Re-C blackbody was fixed slightly above (2760 K) the
liquidus temperature (2748 K) thanks to a feedback-loop react-
ing on the supply current of the oven electrical heater.

At LNE-Cnam, the spectroradiometer used for narrowband
measurements images the blackbody output on the input slit
of a Czerny-Turner simple monochromator used as a tune-
able spectral filter. An argon spectral lamp was used for
the calibration of the central optical wavelength of the 1st
order optical diffraction slit scattering function of this simple
monochromator.

The calibration of the relative spectral response R(λm) (see
figure 2) of the spectroradiometer may be realized by any
way with a radiometric reference (like a tunable narrowband
optical source together with a flat spectral response photode-
tector). For the proof of concept of SDWT and for simpli-
city, the relative spectral response R(λm) of our spectrora-
diometer has been calibrated with our ITS-90 copper fixed-
point blackbody reference (TCu = 1357.77K) according equa-
tion (27), within the approximation of a narrowband optical
measurement (15):

R(λm) =
I1 (λm,TCu)

L(λm,TCu)
(27)

The choice of the use of an ITS-90 fixed point for the
calibration of the relative spectral responsivity of our spec-
troradiometer has to be limited to the demonstration of the
proof of concept of SDWT. Whereas a blackbody reference
is used for the calibration of the spectral responsivity of our
spectroradiometer, it would be easier and more accurate to use
narrowband ratio for extrapolation of the thermodynamic tem-
perature of the Re-C blackbody from the thermodynamic tem-
perature of the ITS-90 fixed point.

The freezing plateau on the Cu point was flat within few
mK over the complete measurement duration (one hour). The
error introduced by using ITS-90 temperature value of the Cu
point (1357.77 K) instead of its thermodynamic temperature

(1357.80 K) taken from last radiometric determination [13] is
about 0.12 K around 2760 K.

The temperature T2 = T90 of the high temperature black-
body can therefore be expressed in the ITS-90 using the nar-
rowband measurement equation (21) together with Planck’s
law (equation 5).

T90 (λm) ∼=
[

C2

n(λm) · λm

]
.

1

ln


1 +

e

C2

n(λm)·λm·TCu −1

βexp
1 (λm,TCu,T90)

 (28)

The scale temperature T90 of the high temperature
blackbody was computed at each optical wavelength (λm)
tuned over a broadband spectral range (from 730 nm to
930 nm). These measurements are summarised in figure 4.
Instead of finding the same temperature at each measure-
ment optical wavelength, the measured temperatures T90 (λm)
exhibit strong spectral variation as may be seen on the
figure.

The scan of the optical wavelength (from 730 nm to
930 nm) was repeated to check the repeatability of the curve
T90 (λm) (figure 4). The difference between these two scans
is reported on figure 5. It remains negligible: below 20 mK
(excepted around 767 nm). The strong spectral variations
observed on T90 (λm) (figure 4) are therefore reproducible. In
conclusion, this systematic effect is most likely to be caused
by our spectroradiometer (a simple Czerny-Turner monochro-
mator) used for the measurements of the radiance of both
blackbodies.

At this stage, it is important to mention that simple Czerny-
Turner monochromators are usually used with a high pass fil-
ter to suppress optical flux coming from the second diffraction
order generated by the optical Bragg grating. As no optical
filter were used in our experiments, second order optical dif-
fraction may cause partly the systematic spectral variations
observed in T90 (λm).

6
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Figure 5. Temperature difference (dT90 (λm)) of the scale temperature of the high temperature blackbody computed for each of the two
repeated optical wavelength scans.

At 1358 K, the blackbody radiance diffracted in the second
order remains negligible (< 0.02 %) in comparison to the first
order diffracted radiance from 730 nm to 930 nm (first-order
optical wavelength). While at 2760 K, the ratio of second-
order to first-order blackboy radiance diffracted is no more
negligible: it can raise up to 10% at 930 nm. The detec-
tion of the optical flux coming from the optical diffraction
in the second order may explain partly the spectral variations
observed on T90 (λm).

Out-of-band optical stray light [21] is another systematic
effect which may explain the spectral variations observed on
T90 (λm). It originates from optical diffusion inside the mono-
chromator. For the narrowband measurement of blackbody
radiance, this error is maximum at low temperature and at
shorter-wavelength. Out-of-band stray light may explain the
error observed in the shorter wavelength part of the black-
body spectral radiance measured. Usually, out-of-band stray
light is suppressed using an interference band pass optical fil-
ter. Nevertheless, SDWT requires a large scan of the optical
wavelength while interference bandpass filter may not be
tuned. We expect associating a tunable bandpass optical fil-
ter to our set-up in next future (Lyot, Acousto-Optic, MEMS,
liquid crystal).

From Wien’s law (equation 18) one may compute easily the
following sensitivities, useful for uncertainty computation:[

dT90

T90

]
/

[
dL(λ,T90)

L(λ,T90)

]
∼=

λ · T90

C2
(29)

[
dT90

T90

]
/

[
dλ

λ

]
∼=

T90

TCu
− 1 (30)

The uncertainty budget of temperature measurements
realized using ITS-90 scheme is strongly dominated by the
spectral systematic effects observed in the curve T90 (λm)
(98%) see table 1.

The average scale temperature has been computed:
T90 (λ)

930nm
730nm = 2760.25K.

As a conclusion, in our case, one can fully neglect usual
uncertainty components in comparison to the spectral sys-
tematic effects observed which are caused by our spectrora-
diometer. These effects need to be studied in detail and this
investigation is out of the scope of this article whose goal is the
demonstration of the feasibility of SDWT and the investigation
of its potential for the mise-en-pratique of the kelvin.

5. Determination of blackbody thermodynamic
temperature with SDWT from 730 nm to 930 nm

The thermodynamic temperatures T1 (λ) and T2 (λ) of our
blackbodies have been determined using the SDWT at any
monochromatic optical wavelength λm from 730 nm to 930 nm
(see figures 6 and 7). The spectral variations observed on
T90 (λm) measurements are larger with SDWT, as it is much
more sensitive to signal and spectral errors than the ITS-90
scheme. SDWT sensitivity was estimated from Monte Carlo
simulations.

Thanks to the conclusions on scale temperature
measurements, SDWT uncertainty budget was focussed on
the three most important uncertainty components: sensitiv-
ity to the blackbody radiance and to the optical wavelength.
The sensitivity of SDWT to these uncertainty components
has been deduced from Monte Carlo simulation after intro-
ducing random noise on the blackbody radiances or on the
measured optical wavelength. In our measurement configura-
tion (narrowband and broadband measurement optical band-
widths described in figure 3), and for our blackbody temper-
atures (about 1358 K and 2760 K), the sensitivity of SDWT
to radiance deviations is about 30 times larger than ITS-90
sensitivity to this parameter (see figures 8 and 9) and the sens-
itivity of SDWT to optical wavelength deviations is about
20 times larger than ITS-90 sensitivity to optical wavelength
(see figures 10 and 11). This explains why systematic spectral
effects observed on SDWT temperature values are much more
important than those observed on ITS-90 temperature values.
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Figure 6. Thermodynamic temperature T1(λm), calculated with SDWT (dot line) and in scale temperature T90 (λm) (solid line, fixed value
Tcu) for different narrowband measurement optical wavelengths λm.
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Figure 7. Thermodynamic temperature T2(λm) calculated with SDWT (dot line) and in scale ITS-90 (solid line, T90(λm)) for different
narrowband measurement optical wavelengths λm.

As for ITS-90, SDWT uncertainty budget is strongly
dominated by the systematic spectral effects. In the absence
of such spectral systematic effects, the standard uncertainty
should be about 0.40 K at 1358 K and 2 K at 2760 K making
SDWT a very simple and efficient technique for the determ-
ination of thermodynamic temperature with usual radiometry
equipment easily affordable.

6. Systematic errors

Spectral optical detection errors are dominant in SDWT.
Their investigation was performed using numerical
simulations based on our knowledge of our instrument
(Czerny Turner simple monochromator) and on previous
studies.

8
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Figure 8. Sensitivity of temperature fluctuations T1 with blackbody radiance fluctuations. Computation for both SDWT (dot line) and in
the ITS-90 scheme (solid line, T90) temperatures over a broad range of narrowband optical wavelengths λm.
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Figure 9. Sensitivity of relative standard deviation on temperature T2 with relative standard deviation on measured blackbody radiance.
Computation for both SDWT (dot line) and in scale ITS-90 (solid line, T90) temperatures over a broad range of narrowband optical
wavelengths λm.

6.1. Out-of-band stray light (optical diffusion)

In the presence of optical diffusion, the spectral responsivity
of the monochromator (S1 (λ,λm) ,equation 13) is replaced by
SOOB (λ,λm):

SOOB (λ,λm) = R(λm) · δ (λ − λm) + D(λ) (31)

with D(λ) the component of the spectral responsivity of the
monochromator caused solely by optical diffusion.

Therefore, out-of-band stray light becomes part of the
expression of the narrowband photocurrent I1 (λm,T):

I1 (λm,T) = k1

∞̂

0

SOOB (λ,λm) · L(λ,T) dλ

= k1 · R(λm) · L(λm,T) · [1 + OOB(λm,T)] (32)

with out-of-band stray light defined by equation (33):

9
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Figure 10. Sensitivity of relative standard deviation on temperature T1 with relative standard deviation on optical wavelength. Computation
for SDWT over a broad range of narrowband optical wavelengths λm.

Figure 11. Sensitivity of relative standard deviation on temperature T2 with relative standard deviation on optical wavelength. Computation
for both SDWT (dot line) and in scale ITS-90 (solid line, T90) over a broad range of narrowband optical wavelengths λm.

OOB(λm,T) =

´ λSi
IR

λSi
UV

D(λ) · L(λ,T) .dλ

R(λm) · L(λm,T)
(33)

The model taken for optical diffusion is very simple: the
optical diffusion background (D(λ)) is proportional to the
spectroradiometer spectral response (R(λ)):

D(λ) = D0 · R(λ) (34)

with D0 = 5·10−7 nm−1.
This very simple optical diffusion model yields an error on

T90 of about −0.1 K at 2760 K which was measured at the
optical wavelength 808 nm using a notch filter. This correc-
tion is much larger for temperatures T1 and T2 determined with

SDWT, thanks to its high sensitivity to radiance deviations
compared to T90. It is important at this stage to observe that
the out-of-band error is larger in the shorter wavelength range
of the optical spectrum.

SDWT presents a ‘magical’ optical wavelength (λOOB) for
which the out-of-band errors at the two temperatures T1 and
T2 cancels out.

This may be easy to understand in the case of Double
Wavelength Technique as one may assume in a good
approximation that out-of-band affects much more narrow-
band radiance measurements than broadband radiance meas-
urements. Following this assumption and using our simple
optical diffusion model (equation 33), the out-of-band error
only affects the narrowband ratio of blackbody radiances

10
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Figure 12. Out-of-band error (optical diffusion) simulated for each temperature computed (T1, T2 and T90) at each measurement optical
wavelength.

Figure 13. Optical Bragg diffraction error (2nd order) simulated for each temperature computed (T1, T2 and T90) at each measurement
optical wavelength.

measured at temperatures T1 and T2 which remains unchanged
if the following condition is fulfilled:

L(λOOB, T2)

L(λOOB, T1)
=

∫ D(λ) · L(λ,T2) · dλ

∫ D(λ) · L(λ,T1) · dλ
(35)

In the case of SDWT, the computation of this magic optical
wavelength is rather more complicated. As the broadband
synthetic signals result from a summation of the measured
narrowband optical radiances, the out-of-band error is no
more negligible for the synthetic broadband ratio, unlike DWT
case. Nevertheless, numerical computations also demonstrate
the existence of such magic wavelength for SDWT (λOOB ∼=
800nm in our experimental configuration, see figure 12). This
wavelength is then interesting as it is not sensitive to this type
of out-of-band error.

6.2. Second order Bragg optical diffraction

The resonant optical wavelength of the second order optical
Bragg diffraction is simply the half of the resonant optical
wavelength of the first order optical Bragg diffraction. As

first order optical wavelength is tuned from λmin = 680nm to
λmax = 980nm in SDWT, the second order optical wavelength
covers the range λmin

2 = 340nm to λmax
2 = 490nm, below the

wavelength range used for the recording of the optical spectral
responsivity of our Czerny Turner monochromator (figure 2).
The monochromatic spectral responsivity S1 (λ,λm) of the
monochromator is modified to include second order optical
Bragg diffraction. It is then replaced by SB (λ,λm):

SB (λ,λm) = R(λm) · δ (λ − λm) + R
(

λm

2

)
· δ

(
λ − λm

2

)
(36)

Therefore, second order Bragg optical diffraction becomes
part of the expression of the narrowband photocurrent
I1 (λm,T):

I1 (λm,T) = k1

∞̂

0

SB (λ,λm) · L(λ,T) dλ

= k1 · R(λm) · L(λm,T) ·
[
1 + Bragg(2) (λm,T)

]
(37)
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Figure 14. Total optical detection error (optical diffusion and second order Bragg optical diffraction) simulated for each temperature
computed (T1(λm), T2(λm) and T90(λm)) at each measurement optical wavelength λm for the narrowband ratio.
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Figure 15. Comparison of T90(λm) (ITS-90) with and without correction of optical detection errors. Total optical detection error (addition
of optical diffusion and optical diffraction) is simulated.

with second order Bragg optical diffraction defined by
equation (38):

Bragg(2) (λm,T) =
R(λm/2) · L(λm/2,T)

R(λm) · L(λm,T)
(38)

The spectral responsivity of the monochromator has not
been measured below 490 nm. Therefore, it has been modelled
with a simple decay rate related to the spectral responsivity
of the silicon photodiode used in optical detection, but also
related to the spectral reflectivity of the gold mirrors of our
monochromator.

For 340nm ≤ λ ≤ 490nm, the spectral response R(λ) of
the monochromator has been simulated with the following
model:

R(λ) = R0 · e( λ−λmax/2
∆ ) (39)

For 680nm ≤ λ ≤ 980nm, the spectral response R(λ)
of the monochromator has been determined with radiance
measurement of the ITS-90 copper fixed point blackbody
(figure 2, equation 27).

The detected optical flux which comes from the second
order optical Bragg diffraction gives a rather small error on
T90 (about 0.050 K) at the optical wavelength 808 nm. This

12
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Figure 16. Comparison of T1(λm) (SDWT) with and without correction of optical detection errors. Total optical detection error (addition of
optical diffusion and optical diffraction) is simulated.
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Figure 17. Comparison of T2(λm) (SDWT) with and without correction of optical detection errors. Total optical detection error (addition of
optical diffusion and optical diffraction) is simulated.

correction is much larger for temperatures T1 and T2 determ-
ined with SDWT, thanks to its high sensitivity to radiance
deviations compared to T90. This optical diffraction error is
also flat in the shorter wavelength range of the optical spec-
trum (see figure 13).

As well as for out-of-band error, one can find a ‘magical’
optical wavelength (λ2nd) for which the second order optical
Bragg diffraction errors at the two temperatures T1 and T2
cancels out. In our experimental configuration, λ2nd ∼= 905nm.
This optical wavelength is then interesting as it is not sensitive
to second order optical Bragg diffraction error.

6.3. Total optical corrections

As a conclusion the total optical error (addition of out-of-band
error and second order optical Bragg diffraction error) has
been simulated for T1, T2, T90 (figure 14). SDWT and ITS-90
schemes both present a ‘magical’ optical wavelength (around
880 nm for SDWT and around 820 nm for ITS-90) for which
the total optical error is zero.

The scale temperature T90(λm) has been corrected for these
optical detection errors (figure 15). The shorter wavelength
and IR slopes are then correctly cancelled but the sharp
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